RS gL wE A TERT O AEATR AND SERNIDER 52 LES

STATE PUBLIC HEALTH LABORATORY

BREATH ALCOMOL PROGRAM
DATAMASTER MAINTENANCE REPORT {RECE’VED
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By Carol Day at 12:42 pm, Dec 23,2014

Complete this report at the time of the regular monthly preventive maintenance check (not 10 excesd 35 days).
Complete this report whenevar the instrument is serviced or repaired and whenever it is placed inlo service,
Retain the original and send a copy within 15 days to the Breath Alcohol Program, DHSS.
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CHECKLIST: Place a mark in {he box by each item if found to be satisfactory or if operating within astablished limits. (Write in observed values
where determined.) Unmarked itams must be corrected before using instrument,
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MUBRATION CHECK — (ONLY ONE STANDARD IS TO BE USED PER MAINTENANCE REPORT)

Aun thres tests using a standard solutlon. All three tests must be within x5% of the standard value and must have a spread of .005 or
less. Mark the box corresponding lo the slandard solution being used. (PRINTQUT ATTACHED)

6.100% STANDARD - MUST READ BETWEEN 0.095% AND 0.105% INCLUSIVE
[] 0.080% STANDARD - MUST READ BETWEEN 0.076% AND 0.084% INCLUSIVE
[] 0.040% STANDARD - MUST READ BETWEEN 0.038% AND 0.042% INCLUSIVE

TEST 1 w 0,10 O TEST 2 W 0./08 TEST3™w g /7 /

E PERFORM A.F.l. TEST (PRINTOUT ATTACHED)

INDICATE THE NUMBER OF BREATH TESTS IN THE FOLLOWING RANGES SINCE THE LAST MAINTENANCE REPORT:
(DO NOT INCLUDE SELF-ADMINISTERED TESTS)

REFUSALS /“ (0-.04) ,0 ’(.05-.09) / (.10-.14) ", ’(.15-.19) 7 !ovsn 19

LIST ANY NEW PARTS AND DESCRIBE ANY ALTERATION OR MODIFICAYION THAT WAS MADR TO RESTORE THE INSTRUMENT 1O OPEHA\7 SATISFACTORILY AND WITHIN ESYABUSHED UNITS
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GUTH LABORATORIES, INC.

630 MORTH 67th STREET © HARRISBURG, PA 17111 4511 ® TELEPMONE; 717-604-6470

CERTIFICATE OF ANALYSIS

’

Certified Alcohol Refcrence Solution for Simulator

Random Sampics of Lot Number 14200 of
Alcahol Reference Solution for Simulator were analyzed by
gas  chromatography on August 6, 2014, using a Perkin Elmer Gas
Chromatograph Autosystem XL S/N: 610N9030209, and found to contain
0.1213% (w/vol) ethyl alcohol. The expiration date for this lot
number is August5,2016 at 11:59 PM.

When used in a calibrated Simulator, operating at
34°C  +/- .2°C, this solution will give a breath alcohol

analysis instrument rcading of 0.100 g/210L +/- 3%.

The alcohol and water used in this solution were

A

Ted L. Pauley, Presidet
GUTH LABORATORIES, INC.

free of test interfering substances.

NIST Traceability:
Testing was conducied using Cerilliant Reference Standard lot number PNI22211-02 whese

valties are iraceable 1o NIST.
Al balances are calibrated annually by an ouiside agency using NIST traceable weighis.

Calibration verification is done prior to cach uxe utilizing NIST traceable weights.
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State of Missourt
DEPARTMENT OF HEALTH

DAVID -MOSER

s heraby authorized to Inistruct and supervise opetators,. train Instructors, Inspect,
. calibrata, perform ﬂeld repairs, and operate the followlng breath analyzer(s)

DATAMASTER

"/

for the determination of the alcohollc content of biood from a sample of explred (alveolar)
air Isaued under thé provislons of- sactlons 577. 020 lhmunh 577,041 ‘RSMo. 1988.

12/14/2012 | Iy |
220400 : "~ Diroctor of State Publla Fisslth Laboratory )
Number : o M \J wokAQj '. ACTING DIRECTOR

Eepios 12/14/2014

MO 5007 (7-68)

Dlreator, Dapartmant of Health G
o : Lob, 4 (RT-A2)




